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EXECUTIVE  SUMMARY 


A.  OBJECTIVE 

The  objective  of  this  study  was  to  provide  a  manual  to  assist  research 
efforts  on  the  AFCESA  Geotechnical  Centrifuge.  This  effort  would  detail  the  use 
of  the  facility,  instrumentation  methodology,  modeling  techniques,  and  ancillary 
equipment. 

B.  BACKGROUND 

The  use  of  centrifuges  has  been  under  way  for  several  years  in  the  United 
States.  The  AFCESA  centrifuge  was  moved  to  Tyndall  Air  Force  Base  in  1986  and 
research  efforts  were  begun.  Serious  limitations  with  gathering  data  were 
immediately  noted  when  slip  rings  were  used  as  an  instrument  to  transfer  raw  data 
with  low  signal  amplitude  to  a  computer  during  testing.  The  use  of  explosives 
had  not  been  fully  explored  nor  had  the  facility  been  licensed  to  use  explosives. 
Each  time  research  efforts  were  carried  out  on  the  centrifuge,  weeks  or  months 
of  preliminary  testing  were  required.  Finally,  it  became  evident  that  learning 
how  to  use  the  centrifuge  was  becoming  part  of  the  problem  rather  than  a  tool  for 
solutions. 

C.  SCOPE 

Several  research  efforts  were  carried  out  by  universities  on  the  AFCESA 
centrifuge  during  the  writing  of  this  manual.  Many  needed  modifications  to  the 
facility  and  support  equipment  became  apparent.  This  manual  contains  detailed 
explanations  on  all  modifications  and  how  they  affect  the  centrifuge.  A  brief 
discussion  on  scaling  laws  is  presented,  along  with  technical  information  to  aid 
the  researcher  in  developing  the  proper  test  model. 
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SECTION  1 


INTRODUCTION 


A.  OBJECTIVE 

The  objective  of  this  project  was  to  compile  a  user's  manual  for  the  Air 
Force  Civil  Engineering  Support  Agency  geotechnical  centrifuge.  In  the  process 
it  was  also  necessary  to  upgrade  the  centrifuge  to  a  state-of-the-art 
geotechnical  research  facility.  To  assist  research  efforts,  a  manual  was 
required  to  provide  background  information  to  aid  in  understanding  the  AFCESA 
centrifuge,  its  support  equipment,  basic  scaling  laws  that  pertain  to  its  use, 
and  guidelines  for  conducting  research  involving  explosives,  soil  preparation, 
and  data  collection. 

B.  BACKGROUND 

As  geotechnical  centrifuge  research  efforts  were  carried  out  by  AFCESA, 
learning  how  to  use  the  centrifuge  became  so  time  consuming  that  the  centrifuge 
became  part  of  the  problem  rather  than  a  tool  for  its  solution.  Several 
centrifuge  studies  were  initially  sponsored  by  AFCESA.  In  each  case,  serious 
limitations  were  noted.  Dr  Y.S.  Kim,  Catholic  University,  conducted  tests  on 
soil -structure  interaction  with  a  1/60  scale  model.  Commercial  strain  gauges  and 
LVDTs  were  used  to  measure  strains  and  deformations  on  the  model.  Readings  were 
passed  through  slip  rings  to  a  recording  Instrument.  Unfortunately,  the  signal - 
to-noise-ratio  was  poor,  and  very  little  data  were  retrieved.  Methods  of 
obtaining  uniform  soil  samples  had  been  painstakingly  slow,  due  to  an  inefficient 
pluviation  test  apparatus.  Dr  Teresa  Taylor,  Virginia  Polytechnic  Institute  and 
State  University,  found  that  the  original  sand-raining  device  was  ineffective. 
Fifty-pound  buckets  of  sand  had  to  be  carried  up  a  vertical  ladder  to  be  poured 
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Into  makeshift  containers  that  could  rain  sand  into  a  test  bucket  for  later 
testing.  During  loading  onto  the  centrifuge,  the  test  buckets  frequently  were 
uumped,  thereby  disturbing  the  uniformity  of  the  soil.  Additionally,  Dr  Taylor 
discovered  that  a  study  to  determine  when  a  centrifuge  payload  reached  a  vertical 
position  was  needed.  The  weight  of  the  model  within  the  payload  bucket,  and  the 
location  of  its  center  of  gravity,  would  prevent  the  model  from  reaching  a 
vertical  position  at  desired  g  levels.  Explosive  testing  on  the  centrifuge  had 
not  been  approved  by  the  numbered  Air  Force  Safety  Office,  nor  by  the  local  base 
safety  officer.  There  was  no  approved  procedure  for  storing  explosives,  and  a 
study  to  determine  explosive  limits  within  the  containment  housing  had  not  been 
performed.  Each  time  explosives  were  used,  a  new  safety  plan  was  initiated, 
which  took  months  to  coordinate  and  be  approved  at  Air  Force  level.  During 
explosive  testing,  the  only  visual  recording  device  was  a  shuttered  video  camera. 
High-speed  event  timing  required  a  different  type  of  photography.  This  posed 
serious  limitations,  since  the  center  pedestal  of  the  centrifuge  was  taken  up  by 
instrumentation. 

C.  SCOPE/APPROACH 

In  recent  years,  acceptance  of  the  geotechnical  centrifuge  as  a  research 
tool  has  become  widespread.  Soil  is  a  difficult  engineering  material,  which 
exhibits  nonlinear  and  anisotropic  behavior.  The  centrifuge  is  now  generally 
recognized  as  an  ac^^ptable  tool  for  characterizing  and  replicating  soil- 
structure  behavior  under  a  variety  of  conditions.  Only  during  the  last  2  years 
has  a  concentrated  effort  been  made  to  upgrade  the  AFCESA  facility  to  realize  the 
priorities  of  the  Civil.  Engineering  Laboratory  geotechnical  centrifuge.  These 
priorities  are:  (1)  civil  engineering  applications,  (2)  weapon  effects,  and  (3) 
soil  consolidation  and  fluid  migration.  Between  1990  and  1992,  several  studies 
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were  conducted  to  determine  the  types  of  centrifuge  support  equipment  that  would 
most  benefit  university  and  Industrial  research  efforts  as  they  pertain  to  the 
above  Air  Force  goals.  An  approach  to  solve  these  problems  was  undertaken  and 
several  features  were  Identified:  Instrumentation,  explosive  licensing,  on-site 
explosive  storage,  sample  preparation  methods,  data  acquisition  system  (to 
replace  slip  rings),  upgraded  camera  system,  characterization  study  of  Tyndall 
beach  sand,  and  a  complete  bibliography  of  centrifuge-related  topics  to  be 
entered  into  the  AFCESA  Technical  Information  Center  database. 


3 


SECTION  11 


THE  GEOTECHNICAL  CENTRIFUGE  FACILITY 

A.  THE  AFCESA  CENTRIFUGE  FACILITY 

The  model  E-185  centrifuge  installed  at  Tyndall  Air  Force  Base,  Florida, 
was  originally  built  for  testing  avionic  equipment  and  mechanical  devices  to  be 
subjected  to  high  g-service  loads.  Built  by  GENISCO  in  1953  as  a  medium-size 
centrifuge,  it  was  installed  at  Kirtland  Air  Force  Base,  New  Mexico.  In  1986, 
under  the  guidance  of  Dr  Paul  Thompson  and  Mr  Mike  Womack,  the  centrifuge  was 
moved  to  Tyndall  AFB  (uleference  1).  A  containment  vessel  (Figure  1)  7  feet  high, 
17.3  feet  in  diameter,  and  with  9-inch  thick  reinforced  concrete  walls,  was  built 
to  conduct  research  with  explosives. 


Figure  1.  Geotechnical  Centrifuge  Containment  Vessel 
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B.  DESCRIPTION  OF  THE  CENTRIFUGE 


The  machine  can  accelerate  a  300-pound  pa>1oad  at  100  g  maximum.  By 
reducing  the  acceleration  the  payload  can  be  raised  to  a  maximum  of  500  pounds 
(Reference  2). 

The  centrifuge  is  driven  by  a  hydraulic  pump  system,  consisting  of  a  motor, 
a  variable  displacement  pump,  a  constant  displacement  fluid  motor  coupled  to  the 
rotor  driveshaft  (Figure  2),  and  two  pressure  relief  valves.  Rotational 
stability  and  constant  torque  are  provided  by  a  solenoid  operated,  spring-loaded 
four-way  control  valve.  The  hydraulic  power  unit  is  housed  in  the  control  room 
and  a  fluid  motor  is  installed  at  the  bottom  of  the  rotor  a..sembly  in  the 
containment  vessel. 


Figure  2.  Rotor  Assembly 
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The  boom  consists  of  two  arms  connected  to  a  center  pedestal.  Each  arm  is 
72  Inches  long.  Mounted  on  the  end  of  each  arm  is  a  30  inch  square  cradle,  held 
by  aluminum  roller  bearings  that  allow  the  cradle  to  pivot  freely.  This  permits 
the  model  surface  to  remain  perpendicular  to  the  vector  sum  of  the  centrifuge 
acceleration  and  the  acceleration  due  to  gravity.  If  necessary,  the  cradle  can 
be  locked  in  position  at  an  angle  of  45,  90,  135,  or  180  degrees. 

Initially,  the  centrifuge  arms  are  balanced  statically  by  counterbalance 
weights  placed  on  the  arm  opposite  the  payload  section.  In  flight,  however,  an 
automatic  dynamic  balancing  motor  moves  the  arms  until  the  center  of  gravity  of 
the  two  masses  (each  arm)  is  at  the  axis  of  rotation.  The  maximum  movement  of 
the  two  arms  is  12  inches,  and,  if  this  maximum  displacement  does  not  achieve 
dynamic  balance,  a  warning  light  in  the  control  room  console  illuminates  to  warn 
the  operator. 

Both  hydraulic  and  electrical  services  are  available  on  the  centrifuge. 
Compressed  air  and  fluids  can  also  be  fed  in  via  the  control  console.  Primary 
electric  signals  for  controlling  servo  motors,  lights,  cameras,  and  the  explosive 
firing  system  are  provided  via  a  stacked  slip  ring.  Forty  slip  rings  (channels) 
are  available.  Included  in  these  slip  rings  are  12  channels  with  shielded 
cabling  for  instrumentation.  In  practice  these  are  rarely  used,  since  an  on¬ 
board  data  acquisition  system  is  preferred. 
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SECTION  III 


PERFORMANCE  AND  TEST  LIMITATIONS 


A.  WEIGHT  LIMITS 

The  centrifuge  can  work  with  a  maximum  payload  of  300  pounds  at  100  g  for 
a  force  equal  to  30,000  pounds.  The  desired  weight  can  be  increased  and  the  g 
level  force  lowered  accordingly: 

30,000  lb  /  400  lb  0  75  g 

or 

30,000  lb  /  500  lb  0  60  g 

B.  PAYLOADS 

After  the  model  has  been  placed  or  constructed  within  the  bucket  (payload), 
an  electrical  hoist  lifts  the  bucket  into  the  containment  vessel  and  onto  the 
payload  platform  (Figure  3). 


Figure  3.  Payload  Bucket  on  Platform 
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All  buckets  are  positioned  on  arid  attached  to  an  aluminum  base  with  four  bolts. 
The  position  depends  on  the  horizontal  weight  distribution  of  the  bucket.  The 
maximum  allowable  dimensions  of  any  bucket  are  20  inches  long,  20  inches  wide, 
and  20  inches  high.  Table  1  shows  the  dimensions  of  available  buckets.  All 
payloaci  buckets  can  accommodate  RP-83  detonators  for  explosive  testing. 
Additionally,  the  square  bucket  (20  x  20  x  18  inches)  has  a  permanently  mounted 
soil  interface  pressure  gauge.  This  gauge  is  quite  useful  for  measuring 
reflective  waves  due  to  explosions  in  a  soil  medium. 

Table  1.  PAYLOAD  BUCKETS 


SHAPE 

OIMr-rNSIONS 

MATERIAL 

Cylindrical 

Dr18  Hr:12 

1/4”  Aluminum 

Cylindrical 

D.^I8  Ur18 

1/4”  Aluminum 

Cylindrical 

O  tJ  -I  H=7 

3/8"  Polyvinyl 

Square 

L=20  W=20  H=12 

1/4"  Aluminum 

Square 

L=20  M=20  L=16 

3/8”  Aluminum 

1.  Payload  Rotation: 

When  using  a  payload  bucket  placed  on  the  swing  arm,  centritugai 
forces  cause  the  swing  arm  to  rotate  towards  the  vertical  position  (90  degrees). 
In  most  tests  the  desired  position  is  for  the  payload  to  be  perpendicular  to  the 
centrifuge  arms;  in  this  way  the  vector  sum  of  the  centripetal  force  and  gravity 
is  the  same  ?s  the  vector  force  of  the  model  being  subjected  to  gravity. 


2. 


Eccentric  Weights: 

The  height  of  the  payload  or  physical  location  of  the  model  Inside 


the  bucket  can  cause  an  under-rotation.  In  which  the  bucket  does  not  achieve  the 
vertical  position  for  the  desired  g  force.  When  this  happens  an  'eccentric 
weight'  Is  required.  By  placing  a  small  weight  on  the  Inside  of  the  swing 
platform  (Figure  4),  the  center  of  gravity  Is  changed  (on  the  platform),  and  will 
assist  reaching  the  vertical  position  at  the  desired  g  loading. 


Figure  4.  Eccentric  Weights  on  Platform 
The  use  of  eccentric  weights  depends  on  the  center  of  mass  for  the 
geometric  shape  being  used  '  viare  bucket  or  cylindrical  bucket).  The  author  and 
Dr  Taylor  performed  tests  to  determine  the  amount  of  weight  to  use.  Figure  5 
gives  the  eccentric  weights  required  for  a  given  payload  weight  and  g  level  in 
a  cylindrical  bucket. 
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3.  Vertical  Indicator: 

As  the  centripetal  acceleration  Increases,  the  platform  rotates 
until,  at  a  given  acceleration  and  payload  weight,  the  platform  has  rotated  to 
the  vertical  position.  Located  on  the  platform  is  a  microswitch  that  will 
illuminate  a  "Vertical"  light  on  the  control  room  console.  If  eccentric  weights 
are  used,  it  is  possible  to  rotate  beyond  the  vertical;  however,  this  is  not 
recommended.  When  using  explosives  it  is  desired  that  the  platform  be  in  the 
vertical  position  ±  2o.  This  will  assure  that  the  force  vector  of  acceleration 
and  explosive  charge  are  perpendicular  to  the  plane  of  rotation.  The  maximum 
explosive  weight  used  on  the  centrifuge  is  5  grams. 
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Counterwe i ghts  Required  to  Obtain 
Vertical  Payload  Platform 
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Figure  5.  Eccentric  Weight  Payload 
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SECTION  IV 


BASIC  SUPPORT  EQUIPHENT  AND  OPERATION 


A.  GENERAL 

The  centrifuge  facility  has  top-of-the  line  support  equipment  to  assist 
research  efforts.  This  includes  a  modest  soil  laboratory,  computers  (386,  25  MHz 
with  twin  90M  Bernoulli  drives),  equipment  to  prepare  soil  samples  for  centrifuge 
testing,  photographic  support  equipment,  and  a  complete  dark  room,  machine  shop, 
and  carpenter  shop.  Technicians  are  available  for  assistance,  including 
preparing  models  for  centrifugation.  This  section  deals  with  a  portion  of  the 
support  that  is  of  primary  interest  to  research  efforts. 

B.  PLUVIATION 

Preparing  most  centrifuge  models  requires  the  use  of  soil.  Sand  is  usually 
the  material  of  choice  due  to  its  uniform  properties.  While  clays  are  used  in 
some  studies,  sand  is  more  readily  prepared  for  studies  of  soil  reinforcement  or 
buried  underground  structures,  because  of  its  reproducible  densities. 
Additionally,  sand  is  readily  available  at  Tyndall  Air  Force  Base.  In  order  to 
build  a  model  with  sand,  there  are  two  basic  requirements: 

•  The  soil  must  be  homogeneous;  that  is  the  density  should  be  uniform 
throughout. 

•  The  soil  model  must  be  reproducible  regardless  of  the  number  of  times 
it  is  built  or  who  prepares  it. 

C.  SOIL  PREPARATION 

Preparing  the  soil  model  requires  a  soil  placement  method  that  will  achieve 
the  above  requirements.  This  includes  vibration,  soil  raining,  and  compaction. 
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The  AFCESA  centrifuge  laboratory  is  well  equipped  for  sand  raining,  more  connonly 
referred  to  as  pluviation. 

D.  BRIEF  HISTORY 

The  original  AFCLSA  piuviator  was  designed  and  constructed  by  Dr  Taylor 
during  her  graduate  work  at  Tyndall  AFB  (Reference  3).  In  1990  Mr  Frank  Dorle 
was  contracted  to  design  a  new  piuviator  that  would  be  stable,  capable  of 
handling  heavy  sand  loads,  and  able  to  produce  different  unit  weights.  In  1991, 
the  piuviator  was  upgraded  (Figure  6)  to  provide  the  following: 

•  A  method  of  causing  the  sand  raining  to  end  abruptly. 

•  A  method  to  rain  soil  into  both  round  and  square  payload  containers. 

•  An  electric  hoist  to  lift  the  payload  container  onto  the  centrifuge 
without  causing  disturbance  to  the  soil  model  (Figure  7). 


Figure  7.  Electric  Hoist 


E.  PRINCIPLE  OF  OPERATION 

The  principle  of  pluviation  is  shown  in  Figure  8.  As  shown,  the  sand  is 
loaded  into  the  hopper  by  means  of  a  bucket  attached  to  the  hoist.  A  wooden 
shutter  plate  with  1/2-inch  staggered  holes  is  aligned  with  the  bottom  of  the 
hopper.  Under  the  wooden  shutter  is  a  moveable  aluminum  shutter  plate  with  the 
same  hole  pattern.  By  sliding  the  aluminum  shutter  plate,  the  holes  are  aligned 
with  those  of  the  wood  plate,  and  sand  raining  begins.  A  detailed  pluviation 
checkguide  is  given  in  Appendix  C. 

The  sand  passes  through  the  two  diffuser  screens.  These  screens  are 
typically  1/4-inch  wire  mesh  screens.  The  top  screen  is  horizontal  and  planar 
and  the  bottom  screen  is  also  horizontal  and  planar,  but  rotated  45  degrees  about 
a  vertical  axis  with  respect  to  the  top  screen  (Reference  4).  The  two  screens 
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Figure  8.  Principle  of  Pluviation 
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are  12  inches  apart.  When  the  sand  passes  through  the  two  screens  it  becomes 
diffused,  thus  creating  a  uniform  vertical  flow.  The  sand  then  continues  falling 
into  the  payload  bucket. 

Unit  weight  of  the  soil  is  regulated  by  adjusting  the  falling  height 
between  the  porosity  plate  and  the  diffuser  screens  (reference  5).  For  instance, 
a  falling  height  of  36  inches  yields  a  unit  weight  of  105  Ib/ft*  with  Tyndall 
beach  sand;  changing  the  height  to  18  inches  yields  100  Ib/ft^. 

F.  USE  OF  ELECTRIC  HOIST 

Upon  completion  of  pluviatior),  the  payload  bucket  is  attached  to  the 
electric  hoist,  weighed,  and  lifted  up  to  the  centrifuge.  Using  the  hoist  avoids 
disturbing  the  payload,  tiius  preserving  soil  homogeneity. 

The  hoist  vertical  motion  is  controlled  by  a  simple  hand  device. 
Horizontal  motion  is  controlled  by  pulling  on  a  steel  cable.  The  hoist  is 
arranged  so  that  moving  pay‘o?d  from  the  pluviator  to  the  payload  arm 
requires  very  little  effo'-t. 

The  maximum  hoist  liflinq  capacity  is  1000  pounds.  A  digital  readout 
loadcell  is  attached  to  the  tc  hook  to  allow  accurate  payload  weight 
recordings . 
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SECTION  V 


SCALING  UHS 


A.  GENERAL 

Full  scale  testing  is  an  expensive  process.  Tests  on  scaled  down  models 
offers  an  alternative  method  at  greatly  reduced  costs.  The  design  of  a  model  is 
governed  by  laws  of  replica  scaling.  Predictions  for  the  prototype  response  are 
made  and  then  scaled  to  predict  the  response  on  a  model. 

B.  REPLICA  SCALING  RELATIONSHIPS 

For  convenience  and  economy,  the  model  length  equals  the  prototype  length 
divided  by  the  scale  number,  n.  Mass  density  and  stress  are  the  same  for  model 
and  prototype.  Therefore  the  following  basic  relationships  apply: 

1  -  1/n 
m  /l’  -  1 
T  =«  m/lt^  =  1 

From  these  basic  relationships,  other  scale  factors  can  be  derived  as  shown  in 
Table  2  (Reference  5): 


Table  2  Replica  Scaling  Relationships 
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SFCriON  VI 


INSIRUMENTAriON 

A.  PACIFIC  Ii^SIRUMFNT  RECORUER 

An  on-board  data  acquisition  system  is  installed  on  the  AFCESA  centrifuge 
to  minimize  electrical  noise.  Tbe  low  level  signal  generated  by  dynamic  model 
response  can  be  lost  in  the  noise  of  the  slip  rings  when  using  an  external  data 
acquisition  system.  The  or.  be 'rd  system,  a  Pacific  Instrument  Model  5700 
Transient  Data  ;<e."*Get  (iD:<)  (Mqute  9),  uses  filters  with  programmable  steps 
of  2kHz,  5kHz,  lOkHz,  20kHz,  50kHz.  and  wideband  (lOOkHz).  An  amplifier  with 
programmable  qain  in  steps  of  I.  2,  10,  20,  50,  100,  200,  500,  and  lOOC,  is 

available  and  can  be  accessei  tiooegh  applications  software.  This  software 
provides  the  operate, -  with  a  data  base  of  transducer  and  test  parameters,  plus 
integrated  control  of  me  siyoii  c ; t  iorr^ig  amplifiers.  Data  are  scaled  and 
displayed  in  specified  engir  rq  ...itv  Hetormined  by  transducer  calibration 
data  contained  in  the  database. 


Control  of  the  data  base  Is  via  function  keys  from  a  master  menu  (Reference  7). 
Program  and  data  storage  are  accomplished  with  a  Winchester  disk  or  Bernoulli 
cartridge. 

The  data  acquisition  system  itself  is  located  on  the  centrifuge  arm.  The 
system  is  shock-hardened  to  withstand  50  g  along  any  axis.  The  TOR  has  16 
channels.  Each  channel  module  consists  of  a  programmable  signal  conditioner,  an 
amplifier,  a  filter,  and  a  12-bit  analog-  to-  digital  converter.  Also  available 
is  an  excitation  power  supply  that  is  programmable  from  0  to  12  volt  in  one  volt 
increments.  The  digitizer  is  programmable  for  both  pretrigger  and  post-trigger 
memory  segments  at  sample  rates  between  1  MHz  and  10  Hz.  Each  channel  contains 
256K  of  nonvolatile  memory,  organized  in  16  equal  segments,  and  uses  a  battery 
backup  for  a  minimum  of  40  hours.  Each  segment  is  individually  programmable  for 
sample  rates.  Appendix  E  provides  the  user  with  the  most  commonly  used  functions 
for  centrifuge  testing. 

B.  RESISTORS 

Allen-Bradley  industrial  grade,  1/8  watt,  1000  ohm  carbon  composition 
resistors  (Figure  10)  (style  RC05  with  +/-  5%  tolerance)  were  used  to  measure 
peak  stresses  and  blast  wave  velocities. 
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'c..  ■  1  lir  Resistors 
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with  its  Ic'ug 
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resistor  and  compacted  with  a  proctor  hammer.  The  entire  mold  was  weighed,  and 
the  soil  unit  weight  was  found  to  be  100.1  1b/ ft’. 


Figure  11.  Carbon  Resistor  Test 


The  mold  was  then  carried  to  a  Forney  load  frame.  Using  a  2  Inch  steel 
cylinder  resting  on  top  of  the  soil,  plus  a  load  cell,  a  compression  test  was 
performed  with  a  maximum  load  of  11,000  pounds,  which  corresponded  to  an  axial 
compressive  stress  of: 

ll.OOOjjb 

0  _  _P  .  TC  _  11000 

A  4:  n 

where  D  =  2" 
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2. 


Software  Used: 


This  stress  was  recorded  using  Strawberry  Tree  data  software,  and 
downloaded  into  Lotus  123  software.  The  corresponding  resistor  response  was 
recorded  in  volts.  The  load,  converted  into  psi,  was  also  recorded  at  the  same 
time  Therefore  a  psi  vs.  volt  graph  was  created  (Figure  12). 

CALIBRATION  REGRESSION  ENVELOPE 


Series  1  '  Series  2  ^  Series  3 
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Figure  12.  Calibration  Curve  for  Carbon  Resistors 
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C.  ACCELEROMETERS 

Presently  Endevco  7270A  piezoresistive  accelerometers  are  being  used  in 
soil  models  in  this  facility.  They  are  physically  small,  (0.55  x  0.27  x  0.11 
inches),  and  weigh  only  .003  lb.  Their  frequency  response  is  excellent,  and  they 
can  withstand  at  least  three  times  their  rated  value  overrange  which  makes  them 
a  good  choice  if  a  calculated  prediction  is  not  available.  This  is  not  to 
discourage  the  use  of  another  brand  of  acclerometer,  but  these  particular  gauges 
have  proven  very  satisfactory  on  numerous  tests  with  this  centrifuge.  If  other 
types  of  gauges  are  used,  size  and  weight  scaling  relationships  and  the  present 
data  acquisition  system  require  piezoresistive  transducers. 

D.  PRESSURE  GAUGES 

The  facility  is  using  two  different  pressure  gauges:  the  Kulite  Soil 
Stress  Gauge  LQ-080U  and  Kulite  Soil  Stress  Gauge  VM750.  The  gauges  are  too 
large  for  their  intended  use  but  seem  to  yield  correct  reflective  pressures. 
Recent  tests  involving  .0068  lb  of  RDX  explosive  were  conducted  with  the  VM750 
gauge.  Assuming  a  l/30th  scale  model,  the  prototype  gauge  height  was 
(1.5) (30)  =  45  inches  and  the  width  was  (.25)  =  7.5  inches.  Under  load  then,  the 
gauge  appeared  to  have  the  stiffness  to  give  reflective  pressure  data,  rather 
than  free  field  pressure  as  originally  designed.  The  pressure  reading  was  208 
psi.  Using  CONWEP  (reference  9)  the  peak  pressure  should  have  been  98  psi.  This 
is  indicative  of  a  reflected  pressure  (Figure  13). 
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E.  PHOTOGRAPHIC  SUPPORT 

A  high-speed  camera  is  available  for  use  with  the  AFCESA  centrifuge.  The 
camera  is  manufactured  by  Photographic  Analysis  Inc.  It  is  mounted  on  top  of  the 
centrifuge  roof,  and  records  images  via  a  10-inch  parabolic  mirror  mounted  on  the 
centrifuge  pedestal  (Figure  14). 


Figure  14.  Center  Pedestal  with  10-inch  Parabolic  Mirror 


This  unique  arrangement  prevents  acceleration  stresses  from  being  applied  to  the 
camera  motor  and  lens  mounting,  and  possibly  causing  incorrect  speeds  from  being 
obtained.  The  camera  control  panel  is  arranged  as  shown  in  Figure  15. 
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Figure  15.  Camera  Control  Panel 


1.  Rotating  Prism: 

The  camera  uses  a  rotating  prism  to  transfer  images  onto  16  ram  film. 
At  top  speed  the  camera  can  record  10,000  pictures  per  second.  The  film  is  video 
news  quality  and  comes  in  450-foot  rolls.  Camera  control  is  accomplished 
remotely  from  the  control  room.  A  unique  feature  of  the  camera  is  its  ability 
to  reach  a  desired  speed  and  then  trigger  an  event  to  oe  filmed.  Timing  lights 
can  be  registered  on  the  film  for  later  viewing.  The  lights  are  recorded  on  the 
film  at  precise  intervals,  thus  allowing  accurate  analysis  of  film  speed  or  the 
event  being  recorded. 

2.  Framing  Speeds: 

The  required  framing  speed  depends  on  the  speed  of  the  event,  the 
amount  of  light  available,  and  the  width  or  length  of  the  field  of  view  within 
which  the  event  is  to  take  place.  The  following  formula  will  help  determine  the 
distance,  object  size,  and  focal  length  needed  for  the  16  ram  format  film: 

F  -  ^  ^  ^ 
o 


where: 

A  =  Aj^  Aperture  Width  (10.5  mm) 

A^  Aperture  Height  (7.5  mm) 

F  =  Focal  Length  of  Lens 
D  =  Distance  from  Lens  to  Object 
0  =  Object  Width  or  Object  Height 
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EXAMPLE 


What  lens  »^ill  be  required  to  photograph  an  object  20  inches  wide  and  20  inches 
high  if  the  camera  is  positioned  72  inches  away  as  measured  from  the  lens? 

_  A^x  D 

F - = - 

o 


and 


F  - 


o 


where:  A  =  Aperture  Width  (10.5  mm) 

A^  Aperture  Height  (7.5  mm) 

D  =  1828.8  mm 

0  ■=  Object  Width  or  Object  Height 

then: 


F  -  X  ^  828.8 jnm  _  mm  lens  for  aperture  width 

508  mm 


F  -  7.5  mrn  x  1828.8  /^  _  27  mm  lens  for  aperture  height 
508  mm 


Since  the  21  tmn  lens  would  cover  both  height  and  width,  this  would  be  lens  of 
choice. 
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The  following  formula  will  help  determine  the  framing  rate  and  exposure 


time: 


FRAME  RATE  - 


200  (S) 
BW 


where  200  -  constant  for  16mm  film 
S  =  subject's  velocity  In  In/sec 
B  -  shutter  ratio  (fixed  at  2.5) 

W  =  width  of  field  In  Inches 


This  calculation  would  Indicate  that  a  width  of  field  of  30  Inches  and 
velocity  of  12,000  In/sec  would  require  a  framing  rate  of  32,000  pictures/sec. 
On  a  450-foot  roll  of  film  this  would  produce  a  frozen  Image.  At  a  normal 
framing  rate  of  3000  pictures/sec  the  camera  would  capture  30  Inches  of  travel 
In  approximately  the  first  90  feet  of  film.  The  remainder  of  the  film  would  be 
of  no  use. 
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SECTION  VII 


OPERATIONS  GUIDE 


A.  SAFETY  PRECAUTIONS 

The  procedures  defined  in  this  section  will  help  prevent  injury  or  property 
damage.  A11  test  personnel  must  know  these  hazards  exist  and  should  try  to 
minimize  risks  in  their  centrifuge  activities.  To  prevent  being  injured  by  the 
centrifuge  arm  while  in  the  containment  structure: 

•  Whoever  is  in  the  containment  structure  must  have  one  of  the  three 
interlock  switch  keys.  The  centrifuge  is  wired  to  require  all  three  keys  to 
start  it.  This  will  prevent  accidental  operation. 

•  Do  not  enter  the  centrifuge  containment  structure  when  the  red  strobe 
light  above  the  centrifuge  is  on. 

•  Leave  a  door  to  the  centrifuge  open  when  inside  the  containment 
structure.  Interlock  switches  on  the  doors  prevent  the  centrifuge  from  operating 
when  either  door  is  open. 

•  Following  an  operation,  check  the  video  monitor  to  ensure  the  arms  of 
the  centrifuge  have  come  to  a  complete  stop  before  entering  the  containment 
structure.  Numbered  lines  (1-12)  mark  the  inside  walls  of  the  centrifuge  to 
determine  where  the  arms  have  stopped.  Numbers  6  and  12  indicate  the  arms  are 
directly  under  the  doors.  If  this  occurs,  the  centrifuge  must  be  restarted  and 
the  control  wheel  turned  until  the  arms  are  located  adjacent  to  any  other 
numbers. 
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8.  OPERATOR  RESPONSIBILITIES 

Only  experienced  operators  who  have  had  on-the-job  training  and  have  been 
approved  by  the  Chief,  Survivability  Branch,  shall  operate  the  centrifuge. 

•  Before  anyone  enters  the  containment  structure  the  operator  must  remove 
the  key  from  Interlock  Switch  3  and  give  it  to  the  person  entering  the 
containment  structure. 

•  The  operator  shall  ensure  that  all  persons  are  out  of  the  pit  before  the 
ladder  is  removed  and  the  doors  to  the  structure  closed. 

•  The  operator  shall  ensure  that  test  items  are  securely  fastened  to  the 
centrifuge  payload  platform  and  that  no  loose  tools  or  other  items  are  lying  on 
the  centrifuge  arms  or  pit  floor  before  closing  the  doors. 

C.  CENTRIFUGE  OPERATION 

A  checkguide  is  provided  in  Appendix  B,  which  summarizes  the  following 
procedures. 

•  Ensure  that  the  test  items,  monitoring  equipment,  instrumentation,  and 
counterbalance  weights  have  been  properly  secured  to  the  centrifuge. 

•  Ensure  that  no  tool,  bolt,  weight,  equipment,  or  object  of  any  kind  is 
loose  inside  the  containment  structure. 

•  Ensure  all  persons  are  out  of  the  containment  structure. 

•  Ensure  the  static  balance  of  the  arms  is  within  tolerance  limits  (+/' 
2  pounds). 

•  Ensure  the  payload  arms  are  free  to  swing  by  unlocking  the  two  cam  locks 
on  each  arm. 

•  Turn  the  balance  motor  switch  to  the  "ON"  position. 

•  Exit  the  containment  facility  and  remove  the  ladder.  Close  and  secure 
the  latches  on  the  two  access  doors.  This  will  close  both  interlock  safety  switches. 


•  After  checking  the  video  monitor,  and  looking  through  the  control  room 
window  to  ensure  no  person  is  in  or  on  the  containment  structure,  insert  key  3 
in  the  interlock  switch  on  the  control  panel  and  turn  to  the  "ON*  position. 

•  Check  to  see  if  the  red  "LIMIT"  lamp  is  off  and  the  green  "READY"  light 
is  on.  If  the  red  limit  lamp  is  still  on,  turn  key  3  to  the  "OFF"  position, 
remove  the  key,  and  check  interlock  switches  on  the  centrifuge. 

•  Check  the  "FORWARD-REVERSE"  switch  on  the  control  panel.  It  should  be 
placed  in  the  "FORWARD"  position  for  normal  operation. 

NOTE 

POSITION  OF  THIS  SWITCH  SHOULD  NEVER  BE  CHANGED 
WHILE  THE  CENTRIFUGE  IS  ROTATING 


•  Ensure  the  handwheel  controlling  the  hydraulic  motor  is  in  the  full 
counterclockwise  position.  This  wiT*  prevent  a  hydraulic  surge  when  the  motor 
is  started. 

•  Firmly  push  the  green  "START"  button. 

NOTE 

IF  RAPID  TERMINATION  OF  THE  TEST  lb  NECESSARY,  USH  THE  RED  "STOP" 

BUTTON  TO  DECELERATE  THE  CENTRIFUGE.  CONTROL  OF  THE  DECELERATION 

PROCESS  WILL  BE  AUTOMATIC  AND  THE  CONTROL  WHEEL  MUST  NOT  BE  USED. 

•  Turn  the  handwheel  slowly  to  the  right,  making  sure  the  pressure 
indicated  on  the  acceleration  pressure  gauge  does  not  rise  above  1000  psi .  When 
varying  the  rotor  speed,  move  the  handwheel  slowly  and  smoothly  to  avoid  rapid 
pressure  buildup  and  possible  damage  to  the  machine. 

•  To  stop  rotation,  turn  the  handwheel  slowly  to  the  left  until  the 
deceleration  pressure  gauge  begins  to  register  pressure.  Do  not  exceed  1000  psi. 
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Continue  to  turn  the  handwheel  slowly  to  the  left  until  the  rpm  gauge  reads  8  rpm 
or  less.  Push  the  'STOP'^  button,  and  observe  the  video  monitor  to  ensure  the 
centrifuge  arm  centrifuge  has  come  to  a  complete  stop  and  Is  aligned  with  any 
number  other  than  6  or  12. 

•  Turn  all  three  Interlock  keys  to  the  'OFF"  position  and  remove  key  3. 
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SECTION  VIII 


USE  OF  EXPLOSIVES  ON  THE  AFCESA  CENTRIFUGE 

A.  EXPLOSIVES: 

In  modeling  and  simulation  an  attempt  is  made  to  maintain  similitude 
between  the  model  and  prototype.  The  concept  for  explosives  is  that  a  small 
explosive  charge  (model)  in  an  acceleration  field  can  simulate  the  explosive 
energy  and  effect  of  a  larger  explosive  charge  (prototype).  This  discussion  will 
deal  with  RDX,  because  it  is  the  primary  explosive  used  in  the  RP-83  detonator. 
The  heat  of  detonation  of  0.00227  pounds  RDX  is  equal  to  0.00258  pounds  of  TNT 
(Conversir..  factor  1.14)  (Reference  10).  From  Table  2,  the  following 
relationship  is  obtained: 


Where  Wp  =  prototype  explosive  weight,  W^  -  model  explosive  weight,  and  1/n  =  the 
geometric  scale  factor.  Calculating  this  for  a  hypothetical  prototype  500  pounds 
bomb  with  197  pounds  of  TNT  to  be  modeled  at  l/30th  scale,  the  model  explosive 
weight  would  be  0.007  pounds.  If  RDX  were  used  as  the  model  explosive  then  the 
model  explosive  weight  would  be  .00636  pounds. 


3l 

1.14 


0.00726  _  0.00636/6 

1.14 


B.  CHOICE  OF  EXPLOSIVES 

Researchers  have  used  explosives  in  centrifuges  for  more  than  20  years. 
A  review  of  tests  where  uniform  stress,  pressure,  and  time  are  important  has  led 


34 


to  the  conclusion  that  commercially  available  detonators,  such  as  the  Reynolds 
Industries  Systems,  Inc  RP  series  detonators  (EBW)  will  provide  reliable  data. 
An  example  Is  the  Reynolds  RP-83  (Figure  16). 


Figure  16.  RP-83  Exploding  Bridgwire  Detonator 
This  is  a  standard  detonator  consisting  of  an  exploding  bridgewire,  a  low-density 
pressing  of  pentaerythrltol  tetranitrate  (PETN),  a  high-density  RDX  Initiator 
cyclotrlmethyelenetrlnltramine  also  called  cyclonite  (RDX)  and  a  high-density 
output  charge.  While  similar  In  construction  to  a  blasting  cap,  the  EBW 
detonator  is  characterized  by  the  exclusive  use  of  secondary  explosives.  It  is 
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this  feature  that  accounts  for  its  inherent  safety  factor,  as  secondary 
explosives  resist  detonation  when  exposed  to  heat,  friction,  fire,  static 
electricity,  low  voltages,  and  radio  transmissions.  Four  types  of  RP  detonators 
are  used  with  centrifuge: 


Qg§.srjp.ti-9n.  iti. 

Mod  J 

fUasLl 

MoiU 

Weight,  lb  0.002 

0.0015 

0.001 

0.0005 

Height,  in  1.5 

1.25 

1.0 

0.75 

Diameter,  inch  0.275 

0.275 

0.275 

0.275 

C.  FIRING  SYSTEM 

A  high-voltage  firing  system,  the  Reynolds  Industries  Model  FS-17,  has  been 
installed  on  the  AFCESA  centrifuge  to  detonate  the  RP  series  detonators.  The 
unit  consists  of  two  subassemblies;  the  control  unit  and  the  firing  module.  The 
purpose  of  the  control  unit  is  to  provide  low  voltage  electrical  energy  to  the 
firing  n.odule  and  to  ensure  a  safe  and  reliable  EBW  detonator  firing  sequence. 
Low  voltage  from  the  control  unit  is  sent  to  the  firing  module  which  charges  a 
capacitor  to  4000  volts.  A  shorting  plug  acts  as  a  safety  interlock,  and  when 
connected  to  either  unit  disables  the  firing  circuit. 

1.  Control  Unit: 

The  control  unit  is  located  in  the  control  room  and  consists  of  the 
following  (fig  17): 

•  A  shorting  plug  to  preclude  arming  the  firing  module. 

•  A  spring  loaded  switch  for  arming  the  firing  module. 

•  A  switch  for  manual  triggering. 

•  An  accessory  connector  for  external  triggering,  such  as  with  a 
high  speed  camera. 


36 


•  A  firing  voltage  meter. 

•  A  battery  charger  receptacle. 


•  A  battery  check  meter. 

•  Fusing  to  protect  the  system  circuitry. 

•  A  control  connector  for  connecting  wires  to  the  firing  module. 
2.  Firing  Module; 

The  firing  module  is  located  on  the  centrifuge  pedestal  and  consists 
of  the  following  (Fig  18); 

•  A  control  connector  for  connection  of  wires  leading  to  the  control 

unit. 


•  An  external  shorting  plug  using  the  same  shorting  plug  as  the 
control  unit. 


•  An  output  connector  (3)  for  the  EBW  firing  line. 


Figure  17.  FS-17  Control  Module 
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The  folloMing  safety  precautions  must  be  followed  at  all  tines: 

•  There  shall  be  no  smoking  In  Building  9742. 

•  Placards  shall  be  placed  at  the  entrances  to  Building  9742  and  the 
walkways  surrounding  the  centrifuge,  to  warn  personnel  that  explosive  testing  is 
in  progress. 

•  When  handling  detonators,  static  producing  clothing  such  as  polyester 
or  wool  shall  not  be  worn. 

•  In  the  event  that  a  detonator  misfires  the  following  procedures  must  be 
followed: 

•  The  centrifuge  operator  shall  immediately  notify  safety  personnel  or  the 
explosive  safety  officer  of  the  situation. 

A11  personnel  shall  remain  clear  of  the  containment  structure. 

•  No  more  than  one  individual  shall  examine  the  misfire.  While  in  the 
containment  structure  the  individual  shall  have  interlock  Key  3  and  the  keys  to 
the  FS-17  control  module. 

•  No  further  testing  shall  be  allowed  until  the  cause  of  the  misfire  has 
been  determined. 
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APPENDIX  A 


CENTRIFUGE  OPERATION  SAFETY  CHECKGUIDE 

BEFORE  ENTERING  CENTRIFUGE  m 

-  Do  you  have  interlock  key  #3?  _ 

-  Is  the  red  strobe  light  off?  _ 

-  Are  both  doors  to  the  centrifuge  open?  _ 

BEFORE  STARTING  THE  CENTRIFUGE 

-  Is  an  approved  operator  present?  _ 

-  Are  all  test  items,  instrumentation,  _ 

and  counterbalance  weight  p.operly 

secured? 

-  Is  the  containment  structure  free  of  _ 

all  loose  objects? 

-  Are  all  persons  out  of  the  _ 

containment  vessel? 

-  Are  the  doors  securely  closed?  _ 

-  Are  all  personnel  off  of  the  _ 

containment  structure? 

-  Is  the  centrifuge  statically  balanced?  _ 

(Balance  motor  light  "ON") 

Nfi  CEHTRIFU6E-QPERAJIQN 

-  Is  the  live  video  being  monitored?  _ 

-  Is  the  hydraulic  pressure  being  _ 

monitored  (below  1000  psi)? 
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APPENDIX  B 


CENTRIFUGE  OPERATIONS  CHECK6UIDE 

BEhORE  STARTING  THE  CENTRirUGE 

-  Ensure  all  test  items  are  firmly  secured  to  the 
centrifuge. 

-  Ensure  all  safety  interlocks  are  operating. 

-  Ensure  operation  of  live  video. 

-  Check  operation  of  firing  system  and  data 
acquisition  control  (If  required). 

STARTING  THE  CENTRIFUGE 

-  Verify  blue  power  light  is  illuminated. 

-  Turn  key  in  interlock  switches  1-3  to  'ON*. 

-  Check  red  limit  lamp  "OFF*. 

-  Check  green  ready  lamp  "ON' 

-  Place  "Forward-Reverse"  switch  in  desired 
position  (Normally  in  "Forward"  position). 

-  Ensure  handwheel  is  turned  fully  to  left  to 
minimize  hydraulic  surge. 

-  Depress  "Green"  start  button. 

DURING  THE  OPERATION 

-  Turn  handwheel  clockwise  while  monitoring 
hydraulic  pressure  (not  greater  than  1000  psi). 

FOR  EXPLOSIVE  TEST 

-  Bring  centrifuge  up  to  desired  RPM. 

-  Allow  RPM  to  stabilize. 
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-  Depress  cycling  switch  for  Data  Acquisition 
(cycling  takes  about  15  seconds). 

DURING  THE  OPERATION 

m  EXPLOSIVE  TEST 

-  Start  video  recorder. 

-  When  data  acquisition  cycle  light  is  illuminated 
turn  arm  switch  on  FS-17  firing  system  to  "Arm* 
position  and  hold. 

-  When  firing  voltage  reaches  3500  volts  depress 
firing  button. 

-  After  detonation  release  ''Arm"  switch. 

-  Turn  off  video  recorder. 

FOR  CONSOLIDATION  TESTING 

-  Bring  centrifuge  up  to  desired  RPM. 

-  Allow  RPM  to  stabilize. 

-  Continue  to  monitor  hydraulic  oil  temperature 
for  duration  of  test. 

-  Periodically  check  and  adjust  RPM. 

FOR  OPERATIONS  CONTROLLED  BY  HIGH  SPEED  CAMERA 

-  Ensure  camera  cables  from  back  of  high  speed 
camera  are  connected  to  camera  control  box  on 
control  console. 

-  Bring  centrifuge  up  to  desired  RPM. 

-  Depress  cycling  switch  for  data  acquisition 
(Cycling  takes  about  15  seconds). 

-  Start  video  recorder. 
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When  data  acquisition  cycle  light  is  illuminated 
turn  arm  switch  on  FS-17  firing  system  to  'Arm* 
position  and  hold. 

G  THE  OPERATION 

FOR  OPERATIONS  CONTROLLED  BY  HIGH  SPEED  CAMERA 

When  firing  voltage  reaches  3500,  volts  depress 
firing  button. 

High  Speed  camera  is  activated,  and  when  desired 
film  speed  is  reached  the  camera  triggers  the 
detonator. 

Turn  video  recorder  off. 

ING  THE  OPERATION 

Turn  the  handwheel  counterclockwise  until  pressure 
on  the  deceleration  gauge  is  indicated  (monitor 
pressure  not  to  exceed  1000  psi). 

Continue  to  decelerate  until  rotation  of  the  arm 
has  come  to  a  complete  stop  (Centrifuge  must  not 
stop  on  position  6  or  12). 

Turn  interlock  switch  key  #3  to  "OFF"  position. 

Re-enter  centrifuge  and  turn  balance  motor 
to  "OFF"  position. 

Connect  Data  Acquisition  cable  to  trigger  receptacle 
and  download  data. 

Ensure  the  centrifuge  area  is  clean. 


44 


APPENDIX  C 


PLUVIATION  PROCEDURE 

To  begin,  it  is  important  to  note  that  the  pluviator  configuration  is  a 
function  of  soil  type.  Thus,  substantial  changes  should  be  expected  with  a 
change  in  soil  type.  Minor  changes  should  be  sufficient  for  different  densities 
within  the  same  soil  type.  So,  given  the  desired  soil  unit  weight  in  Ib/ft^: 

•  Insert  perforated  plate  of  medium  porosity. 

•  Ensure  aluminum  shutter  plate  is  in  full  out  position.  This  will 
misallign  the  holes  belween  the  shutter  and  porosity  plates. 

•  Fill  the  transfer  bucket  with  soil,  connect  to  the  hoist,  lift  and 
transfer  soil  into  soil  bin. 

•  Place  payload  bucket  inside  the  plywood  frame. 

•  Roll  the  pluviator  frame  over  the  payload  bucket  and  lock  into  position 
by  tightening  the  screws  located  at  the  bottom  of  each  side  ladder. 

•  The  diffusers  are  an  intragal  part  of  the  pul  viator  frame.  In  a  two 
sieve  system,  the  screen  of  the  top  sieve  should  be  oriented  45  degrees  from  the 
direction  of  the  bottom  sieve. 

•  Push  in  the  shutter  plate  to  release  the  soil. 

•  Unlock  the  pluviator  frame  and  roll  it  away  to  clear  the 
payload  bucket. 

•  Lift  the  payload  bucket  with  the  hoist,  clear  loose  soil  from  edges  of 
bucket  and  weigh. 

ADJUSTMENT  OF  UNIT  WEIGHT 

PRIMARY  ADJUSTMENTS: 

•  If  the  unit  weight  of  soil  is  lower  than  desired  change  the  'F"  height 
by  lowering  the  diffuser  rack  (2"  -  0.3  Ib/ft^). 
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•  If  the  unit  weight  of  soil  is  higher  than  desired  change  the  'F'  height 
by  raising  the  diffuser  rack  (2*  -  0.3  Ib/ft^). 

FINE  ADJUSTMENT: 

•  Place  a  third  sieve  screen  on  top  of  the  diffuser.  Again,  the  direction 
of  the  screen  should  be  offset  from  the  direction  of  the  screens  already  in  the 
diffuser. 

RAINING  SOIL  IN  LEVEL  LIFTS: 

•  Repeated  tests  have  shown  that  a  truly  level  soil  placement  is 
impossible.  Velocities  of  the  soil  passing  through  the  diffuser  screens  are 
somewhat  random,  and  this  produces  a  small  slope  of  the  soil  surface.  However, 
lowering  the  "W"  height  does  cause  a  dramatic  improvement  on  the  levelness  in  the 
soil.  In  general,  the  lower  the  H"  height  (not  to  exceed  below  12")  the  more 
nearly  level  the  soil  sample. 
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PHOTEC  HIGH  SPEED  CAMERA 


APPENDIX  D 

HIGH  SPEED  CAMERA  FOOTAGE  RATES  VS  TINE  (1  THROUGH  10) 


O 

LU 

CO 

CO 

LU 

cr 


o 

o 

o 


LU 

1 

H 

c/i 

> 

LU 

O 
< 
I — 

o 

o 

Li- 


LL. 


o 

LU 

CO 

LU 

DC 

ZD 

h- 

o 

QL 


T-r-COCMCMCMCNJCM^COCXJCO-r-CMOCMCO 

tI-Ot-CVJOOCOCOCOCOCOCOCOCOCOCOCOCO 

0)0000000000000000 

^CMCMCVlCM<MCMC\JC\JC\JC\JCMCvlCMCMCMCM 


lU 

o 

f 

8 

LL 

LU 

> 


IOCOCDCMCNICMCVICMOCOCOCOtJ-^OOCNJ 
0)T-Tl-OOOlO'^CVJOOOtD'«J-CVJOOOCD’^ 
0)OOT-T-C\JCOxtir)lOtOh-00<3)(3)Ot- 
K  04  r^'  <Ni  K  csi  h-‘  cvi  r^’  cvi  K  c\i  1^'  csi  od  <n 
▼-T-cMC4coco'<t'^inio<o«)t^r^ooooo> 


ZD 

O 


o 

LU 

CO 

Ql 

3 

LU 


oooom-^c'io5TriocDrv.coo)Oi-c4 


47 


< 

QC 

LU 

< 

o 

Q 

LU 

LU 

CL 

(D 

X 

X 

o 

LU 

O 

X 

CL 


o 

LU 

CO 

CO 

LU 

DC 

3 

1“ 

O 

0- 

o 

o 

o 

CJ 


LU 

o 
< 
I — 

o 

o 

Li. 


o 

LU 

CO 

CO 

LU 

oc 

o 

0. 


cocococooococococococowcowcocoooco 

oooooooooooooooooo 

CVJCMCMCMCMCMCVJCMCVJOJCVJCVICaCMCVJCMCMCM 


Ui 

o 

§ 

LU 

> 

H- 

3 

ID 

o 

o 

< 


<0'^c\icvjoo^co^o>c\jh.c\ir».cvjoioioco 

oo>oocO'^co'*-oooootDir)cocvii-o>oooo 

coco^in<oh«-oocj>c3>c::>T-CMco'^ir>iotpi^ 

coodcoodoiocicocococn^cji^cji'^cji’^cj) 

ooi-t-c\ic\jcocoTj-'^mincD<Dr>-r^ooco 


LU 


Q 

LU 

CO 

CL 

< 

_l 

LU 


rj;mcor>-ooo>o-r-;c\jco'^inL£:>r^cqpi-;C\j 

cvic\ic\icvicvic\icococ6cococ6cococo'<t'>t'M^ 


48 


PHOTEC  HIGH  SPEED  CAMERA 

FILM  FOOTAGE  VS.  TIME  (2000  PICTURES/SEC) 
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PHOTEC  HIGH  SPEED  CAMERA 
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352.591  2028 

357.660  2026 

362.720  2024 

367.790  2028 

372.860  2029 


PHOTEC  HIGH  SPEED  CAMERA 

FILM  FOOTAGE  VS.  TIME  (3000  PICTURES/SEC) 
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PHOTEC  HIGH  SPEED  CAMERA 

FILM  FOOTAGE  VS.  TIME  (3000  PICTURES/SEC) 


o 

UJ 

CO 

LU 

CC 

3 

H“ 

O 

o. 


fMT-T-COCOOOOOOCO'»~COCMO> 

CTCOCOCOCOCMCOCacOQQCJW 

ooooooooooooo 

cocooococococococococococo 


Ui 

o 

8 


UJ 

> 

H 


O  If)  t-;  1^,  CO  CJ>  P  cp  CNi  OC)  CO 
oir^'^cvicjih'^cvior^uowp 

lO  <D  00  00  O)  p  J-  w  w  cp  in 


3 

O 

O 

< 


LU 


O 

LU 

CO 

Q. 

3 

UJ 


<Dr^PpO'»-;CNiW^ppr^PPp-r-;OJp 

cvicicvicvicococococococococooo^^'^'^ 


52 


257.967  3031 

265.543  3030 

273.129  3034 

280.722  3037 

288.298  3030 


PHOTEC  HIGH  SPEED  CAMERA 

FILM  FOOTAGE  VS.  TIME  (3000  PICTURES/SEC) 


o 

LU 

ui 

LU 

QC 

3 

h- 

g 

CL 


aja)oq)CMr>.mcomcMWi^oo 
<y<yc0WC0CMCMC\jT-,-O0)00 
OOOOOOOOOOOO)^ 


COCOCOCOCOCOCOCOCOCOCOCM 


LU 

o 

§ 

lU 

> 

I- 

3 

’S. 

3 

o 

o 

< 


00'^OU5'»-I^C000  ^0>^_0>^ 

incoT-'cdcDcocaodcdco-r^ootcJ 

O^Ott-i—  CSICO'^'<tW<Dt^h~0O 

cMcococococoeocococoococo 


LU 


I- 

Q 

LU 

cn 

CL 

3 

LU 


IL 

o 

o 

z 

LU 


■^lotor^ooo^pr^oqo^pt-iCNjco 


53 


PHOTEC  HIGH  SPEED  CAMERA 


r^co-t-cvi^coomh-cooh-h-oi^ 

OCMCOlO'^COCOCVJCMCNJCMt-'r-CM't- 


T-Oh-OCOO-r-^CMOCMlOCOCO^ 

0)0>0t-<oo>cvicou)<oir)^cococo 

f^OrtOOT-^TfOOt-^h-OCOtOOCJ 

^cvicvicvicococoTtTt'^iriiriiriiritd 
c5‘^ma>r«.ooo>OT-c\j  co  i/>  <d  in. 


om-r-CMcO'^intor^coooT-cvjcoTi-io 
§  c/)  T-'  -r-*  T-.*  T-'  T-'  -I-’  cvi  c\i  CNi  cvi  csi  c\i 


54 


186.519  4115 

196.805  4114 


PHOTEC  HIGH  SPEED  CAMERA 

FILM  FCXITAGE  VS.  TIME  (4000  PICTURES/SEC) 


o 

LU 

LU 

QC 

3 

f— 

g 

Q. 


r^cMU>oopoooocMcr)co^'*-eor^O) 

T--r-^^OT-^O^OOO0>0)00h~t0 


LU 

o 

i? 


8 


U- 

LU 

> 

*5 


00(0CMCMh«CMCNJh>CMO00  00(D(0a>CM 

oo<0'^oo^oioo>co^co'»~ 
cocooiCM'^h'jpcviinoqpcviini^o)'*-; 
r^r^’r>.‘ododoc>o>o)0>o>ooodc>i-‘ 
CMco’^»n^r>opo>  o  cm  co  -m-  u>  to  h'. 


rz  CMCMCMCMCMCMCMCMCMCMCOCOCOCOCOCOOO 


3 

O 

O 

< 


toi^ooo)pT-pp’M-pprv.oqppT-;p 

CvicMCMCMCOCOCOCOCOCOCOCOCOCO'M-'M-'M- 


55 


o 

UJ 

Lil 

QC 

3 

H 

g 

Q. 


CM  00  m  Q 

m  CM  o 
o  o  o  o 
^  ^ 


LU 

O 

< 

h" 

8 

Li. 

LU 

> 

h“ 

3 

:s 

3 

O 

o 

< 


lO  lO  CO  CO 
00  to  a>  C7> 

CM  CO  CO  CO 
•  •  •  • 

5  o>  o  •*- 

CO  CO  ^  Tt 


LU 


a 

LU 

C/) 

a. 


< 


LU 


co'^tf>cpr^oqo>g 


56 


421.368  3996 

431.343  3992 

441.318  3990 

451.293  3990 


APPENDIX  E 


TDR  APPLICATION 

A.  GENERAL 

Use  of  the  TOR  requires  knowledge  of  the  computer  keyboard  function  keys 
and  their  usage  for  the  software.  The  following  paragraphs  describe  the  primary 
function  keys  and  their  usage  in  sequence.  Finally  a  flowchart  is  provided  to 
guide  the  user  through  a  typical  setup  sequence  of  data  recording. 

B.  CHANNEL  SPECIFICATION  (cFl) 

A  channel  specification  file  is  available  for  each  channel  in  the  Data 
Acquisition  System.  This  takes  advantage  of  the  fact  that  the  channels  are 
configured  in  groups  of  similarly  defined  channels.  By  specifying  a  tag  name  and 
channel  number,  the  record  is  saved  to  the  hard  disk  and  may  be  recalled  by  using 
the  tag  name.  Whenever  the  Channel  Specification  is  activated  (cFl),  the  current 
working  record  is  displayed.  Of  course,  it  is  also  possible  to  change  tag  names 
and  channel  numbers. 

C.  CHANNEL  GROUP  PROFILE  (cF2) 

The  channel  group  profile  monitor  screen  is  used  to  govern  the  sample  rates 
of  each  group  of  channels  specified  in  the  paragraph  above.  The  group  profile 
also  controls  internal  trigger  times  and  time  delay  for  logic  control  modules. 
There  are  two  logic  modules,  each  of  which  controls  a  group  of  channels  (8 
channels  each).  Group  0  »  channels  0  thru  7,  and  Group  1  >  channels  8  thru  15. 

D.  SYSTEM  CONTROL  (cF4) 

The  user  directs  operation  of  the  data  acquisition  system  via  keyboard 
commands.  Control  of  arm,  start,  and  trigger  times,  as  well  as  calibration  and 
channel  balance  of  gauges  are  directed  by  the  user  at  this  time.  Up  to  this 
point  all  setup  information  has  been  loaded  onto  a  hard  drive  by  the  computer 


system.  Information  set  up  in  the  Channel  Group  Profile  Is  noM  transferred  to 
System  Control  in  the  on-board  data  acquisition  system  and  stored.  The  auto 
sequence  is  checked  for  correctness  and  if  errors  are  found  the  user  uploads 
corrections  via  keyboard  commands. 

E.  REAL  TIME  DISPLAY  (cF7) 

This  screen  allows  the  user  to  monitor  instrumentation  in  real-time  mode. 
Ten  channels  can  be  displayed  at  one  time,  with  the  ability  to  page  through  all 
channels  being  used.  If  a  channel  is  not  »*ecording  in  real-time,  the  user  must 
return  to  (cF4)  System  Control . 

F.  RECORD  DATA  (cF5) 

The  record  data  monitor  screen  is  used  to  create,  maintain,  and  download 
the  data  acquisition  system.  This  screen  allows  the  user  to  store  data  on  hard 
drive,  floppy,  or  other  drive  system.  It  automatically  provides  a  record  of  test 
name,  time  and  date  on  each  recorded  file. 

G.  GRAPHICS  DISPLAY  (cF8) 

The  graphics  display  is  the  most  commonly  used  screen.  It  allows  the  user 
to  display  data  in  graphic  form.  A  software  package  is  integrated  with  the 
graphic  display  and  provides  the  math  and  charting  capability. 

Programming  the  TDR  correctly  is  essential  for  a  succesful  test.  A  flow 
chart  (Fig  17)  is  provided  to  give  the  user  a  logical  progression  in  setting  up 
the  TDR  via  the  computer  keyboard. 
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DATA  ACQUISITION  FLOW  CHART  FOR  TDR 


GRAPHICS  DISPLAY 


Figure  El.  TDR  Flowchart 
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